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We present a polymer-based optofluidic surface enhanced Raman scattering chip for biomolecule detection, serving as a disposable sensor
choice with cost-effective production. The SERS substrate is fabricated by using industrial roll-to-roll UV-nanoimprinting equipment and
integrated with adhesive-based polymeric microfluidics. The functioning of the SERS detection on-chip is confirmed and the effect of the
polymer lid on the obtainable Raman spectra is analysed. Rhodamine 6G is used as a model analyte to demonstrate continuous flow
measurements on a planar SERS substrate in a microchannel. The relation between the temporal response of the sensors and sample flow
dynamics is studied with varied flow velocities, using SERS and fluorescence detection. The response time of the surface-dependent SERS
signal is longer than the response time of the fluorescence signal of the bulk flow. This observation revealed the effect of convection on the
temporal SERS responses at 25 µl/min to 1000 µl/min flow velocities. The diffusion of analyte molecules from the bulk concentration into
the sensing surface induces about a 40-second lag time in the SERS detection. This lag time, and its rising trend with slower flow velocities,
has to be taken into account in future trials of the optofluidic SERS sensor, with active analyte binding on the sensing surface.
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1 INTRODUCTION
Optical biosensing is a diverse and evolving research field
aiming for simplified and high-sensitivity diagnostic tools for
the detection of biologicals/chemicals in environmental mon-
itoring, medical analysis, food safety, and security. In partic-
ular, label-free approaches are interesting since they do not
require label molecules to be added, which could disturb the
binding event, non-specifically adsorb to the surface and com-
plicate the process with extra cleaning steps. This has moti-
vated the development of label-free optical sensor technolo-
gies, including interferometric, resonant-cavity, photonic crys-
tal, surface plasmon resonance (SPR), and surface-enhanced
Raman scattering (SERS) sensors [1]–[3].
Polymer materials are particularly attractive in optical sens-
ing because of their ability to be processed rapidly and cost-
effectively with high yields. Polymers attain a large number
of good optical properties, including high optical transmit-
tance, versatile processability at relatively low temperatures,
and the potential for low-cost mass-production. UV lithogra-
phy has been widely used in the fabrication of conventional
optical devices. The resolution obtained with this technique
is limited by the effects of wave diffraction and scattering.
Compared with conventional techniques, UV-imprint lithog-
raphy is easy to perform, requires low-cost equipment, and
can provide high-resolution nano-scale features down to sub-
10 nm. UV-imprint lithography is performed by pressing a
mould onto a UV-sensitive precursor resin coating on a sub-
strate, and by curing under UV light, a replica of the mould
is formed. The process takes place at room temperature and
does not require high pressure during the imprinting process.
Quite recently, new fabrication methods have been developed
for the UV-imprinting of optical nanophotonic sensor struc-
tures with industrial roll-to-roll devices [4].
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The integration of polymeric optical sensor structures with
microfluidic sample-handling circuits enables the fabrication
of fully polymer-based optofluidic biosensors. In optofluidic
sensors with planar sensing surfaces [5], the detection of an-
alytes from the bulk sample relies on the transport of the
analytes to the detection area and to the detection surface.
Since the concentration of the analytes in the sample solu-
tion is typically low and the diffusion of the molecules is
slow, the used detection method has to be sensitive in order
to detect and quantify the molecules. SERS is an attractive
method for the detection to meet these requirements. It does
not only have high detection sensitivity, in some cases even in
the range of a few molecules [6]–[9], but it also has an abil-
ity to identify the analytes through specific Raman spectra.
The Raman spectra consist of the inelastically scattered light
of the medium under inspection. The detected spectral lines
act as individual features of the sample and can distinguish
the sample contents. The sensitivity of the SERS detection is a
result of interaction between metal substrates or colloids and
the incident light. Surface plasmons of metal enhance the Ra-
man scattering mainly through electromagnetic enhancement
mechanism, but in some cases chemical enhancement due to
chemical bonds between molecules and metal can also play
a part in the phenomenon [10]. The enhancement factor has
been proved to be even as high as 1010 for a bunch of ag-
gregated metal colloids and commonly around 106 -107 for
metal substrates. Although the enhancement induced by the
colloid aggregates can be stronger than the signal strength ac-
quired with metal substrates, the repeatability of the signal
response is worse. A similar problem exists with randomly
ragged metal substrates [11]. During the last decade the re-
peatability issue has been tackled by fabrication of more con-
sistent planar SERS surfaces [12]–[16]. These surfaces have
plasmonic elements with a defined shape, leading to a more
uniform enhancement effect. Consistent solid SERS surfaces
have inspired the idea of an optofluidic SERS chip, and this
has raised wide research interest in the last 10 years [17].
The current aim of a disposable optofluidic sensor requires
new fabrication methods and parting from the conventional
fabrication of silicon-based sensors. There are a couple of re-
cent studies focusing on low-cost approaches such as soft
lithography. In the study by Liu et al., polydimethylsiloxane
(PDMS) patterning was utilised in the fabrication of SERS
structures with an integrated glass microfluidic circuit [18].
Lamberti et al introduced an all-PDMS-based system in which
the SERS structures were fabricated by sputtering nanoparti-
cles on PDMS [19]. However, the industrial-scale production
of consistently and accurately patterned PDMS is still quite
difficult.
In this work, we introduce an optofluidic sensor, which com-
bines polymeric roll-to-roll nano-imprinted (NIL) SERS sur-
faces with adhesive-based microfluidic parts. According to the
previous study with a benzyl mercaptan (C6H5CH2SH) test
molecule on top of the R2R fabricated SERS structure without
fluidics integration, the used SERS surface can provide up to
107 a enhancement factor with good reproducibility (5%) [4].
A SEM image of the R2R patterned SERS surface and a close-
up picture of one pyramid-shaped well are shown in Figure 1.
(a)
(b)
FIG. 1 a) Close-up picture of the pyramid-shaped well of the R2R fabricated SERS
surface; b) A top picture of multiple SERS patterns.
The combination of a UV-imprinted SERS surface on plastic
and polymer microfluidics makes the whole sensor polymer-
based, with an evaporated thin gold layer as the only ex-
ception to the rule. This disposable sensor is suitable for
industrial-scale fabrication with low material costs and easy
fabrication methods. It enables constant monitoring of chem-
ical and biological reactions on-chip, due to the high sensitiv-
ity of the SERS and the miniaturised sample volumes offered
by the microfluidic liquid handling. Continuous flow on-chip
enables consecutive sampling and washing steps, and reveals
the dynamic abilities of the sensor. We studied the optical ca-
pabilities of the sensor with Rhodamine 6G (R6G) model ana-
lyte.
2 BASIC THEORY OF FLUIDICS AND
MOLECULE TRANSPORT
To understand the effect of flow dynamics on the detected op-
tical signal, the phenomena behind the transport of the sample
molecules from the bulk flow into the detection surface must
be considered. With optical detection surfaces, such as in SPR
and planar SERS, the flow in a microchannel has a strong in-
fluence on the recorded signal. The bulk flow in the microflu-
idic channels is often produced by pump-inflicted pressure.
The pressure-driven flow carries the sample molecules into
the detection area, where the induced signal can be observed.
In SERS, the sample molecules arriving on top of the detec-
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FIG. 2 A schematic of the relation between convective and diffusive flow in a mi-
crochannel. The effect of diffusion and convection can be theoretically considered
through diffusion boundary layer thickness d and the Peclet number. The dimension-
less Peclet number is a ratio between the conductive and the diffusive transport rate
of the analyte molecules. In the middle of the channel Pe  1, near the walls Pe≈0
[26].
tion area need to be in the near vicinity of the plasmonic sur-
face to be detected. Typically, the induced signal originates
from the sample molecules adsorbed onto the detection sur-
face. The nature of the flow in a microchannel can be theoret-
ically assessed using Reynold’s number. Reynold’s number is
a dimensionless value defining the ratio between inertial and
viscous forces encountered by the fluid in the channel:
Re = ρmumDh/µm , (1)
where um, ρm and µm are the mean flow velocity, the mean
density, and the mean dynamic viscosity of the fluid, respec-
tively. Dh is the hydraulic diameter of the detection cham-
ber. For a rectangular chamber, the diameter can be computed
from the equation
Dh =
2WH
W + H
, (2)
where W is the width of the microchannel and H is the height
of the channel [20]. The flow is surely laminar when the
Reynold’s number is 2100 or less [21]. For a microchannel with
smooth channel walls, the number is typically well under this
limit. In our case the Reynolds number is 10 or less for the
flow velocities used in this study, and the flow is thus laminar.
The molecule transport inside a microchannel can be divided
into three regions: the middle region far from channel walls,
where convection (drift) is the dominant driving force of the
molecules; the hybrid region, where convection is fainter and
diffusion plays a role in the net effect; and the region very
near the channel walls, where diffusion is the only transport
mechanism. The flow profile of the pressure-driven aqueous
fluid in a microfluidic channel is characteristically parabolic
due to the friction between the fluid and the channel walls
[21, 22]. Thus the fluid has the highest velocity in the mid-
dle of the channel, and the velocity reduces as the observation
point moves nearer to the walls. Typically the fluid velocity
vanishes completely at a distance of one molecule layer from
the wall. This is called the non-slip condition, in which the
molecules adjacent to the channel wall do not move with the
flow due to the friction between the wall and the molecules
[23]–[25]. Since the flow velocity diminishes near the walls,
the transport of the sample molecules inside this region by
convection is negligible. Figure 2 depicts a situation where the
flow velocity of the fluid is at maximum in the middle of the
channel, and the convective flow vanishes near the walls.
The zone near the wall, where diffusion is the dominant
transport mechanism, is called the diffusion boundary layer.
There are several studies on the effect of the diffusion bound-
ary layer on the detection mechanism of the biosensor anal-
ysed using empirical and computational methods [21, 22],
[27]–[31]. The phenomena affecting the results include the
binding reaction of the analytes to the sensor surface (associa-
tion and dissociation rate constants) and the relation of con-
vection and diffusion in the diffusion boundary layer [26],
[32]–[35]. Studies on SPR have shown that the measured ki-
netic reaction rates deviate from the values acquired using
other verified methods if all the phenomena related to the sig-
nal construction with planar sensing are not carefully consid-
ered. The finite element method (FEM) has been used to study
the relationship between molecule transport and the adsorp-
tion process at the surface [21, 30, 31]. The optical signal re-
sponse depends on the flow dynamics through the limitations
of mass transport of molecules and kinetic binding reactions.
In mass transport limited flow, the transport of analytes to the
sensor surface is so slow that the signal rise times are growing
by the lack of analyte molecules in the vicinity of the surface.
This phenomenon includes the effects of insufficient molecule
transport to the diffusion boundary layer by convective flow
and the effect of the diffusion boundary layer. While insuffi-
cient molecule transport can cause analyte depletion near the
sensor surface, the effect of the diffusion boundary layer in
non-slip conditions makes the signal rise times longer due to
slow molecule diffusion. As the bulk flow velocity increases,
the effect of transport limitation decreases. This is due to the
disappearance of the depletion effect caused by the slow con-
vective flow. For example, kinetic reaction studies using com-
mercial SPR sensors strive to stay outside the region where
the optical response is heavily influenced by the mass trans-
port limitation [26], [36]–[38]. By using high enough flow rates
(≥ 50 µl/min), the concentration of the analyte at the surface
can be the same as that in the bulk, and the measured signal re-
flects binding kinetics [38]. However, with too high flow rates,
the signal response can encounter a new limitation due to the
reaction kinetics of the analyte binding. This kinetic limitation
occurs when the binding rates are slow and bulk flow velocity
is high. The analytes are transported over the detection zone
so rapidly that very few of them have enough time to bind
to the surface. When maximal surface coverage of analytes is
desired, the used flow rate is often a compromise between the
efficient transport of analyte molecules to the surface and the
suitable flow velocity for adsorption [21]. Adsorption can oc-
cur with physical or chemical bonding to the surface or to the
receptors/ligands on top of the surface. In this study, we can
ignore the factor of analyte-ligand binding, since no ligands
are at the detection surface and the bonding happens through
Van der Walls forces by physisorption [39, 40]. Arrival of the
analytes at the surface and the binding through physisorption
can be described as a two-phase process:
ABulk
Diffusion⇐⇒ ASur f ace (3)
ASur f ace
Adsorption⇐⇒ ABound , (4)
where ABulk is the free analyte in bulk flow of liquid medium
[1/cm3], ASur f ace is the free analyte in liquid medium in the
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FIG. 3 Schematic of the optofluidic SERS chip with an oval detection chamber: Lid layer
optically clear 3M 9795R polyolefin adhesive patterned with a cutting plotter, middle
layer 220 µm 3M adhesive patterned with the cutting plotter, and bottom layer with
UV-imprinted SERS patterns and metal coating.
immediate vicinity of the surface [1/cm3], and ABound is the
adsorbed analyte on the surface [1/cm2].
3 DEVICE FABRICATION
The SERS substrates used in this study were produced by
replicating the SERS pattern on top of a polymer sheet with
a roll-to-roll (R2R) process. A UV-curable lacquer coating was
applied on top of a PMMA carrier web using a reverse gravure
technique. The SERS structure was imprinted onto the lacquer
by the embossing reel, and the lacquer was cured by UV light
exposure through the PMMA carrier film. The procedure is
explained in detail by Oo et al. in [4]. After die-cutting sepa-
rate SERS sheets from the roll, the SERS active plasmonic layer
was added by evaporating a 240 nm gold layer on top of the
polymer SERS surface. The microfluidic circuits were cut from
3M adhesive by cutting plotter CraftRobo Pro S. The detection
chamber of the fluidic circuit had an oval shape for optimal
liquid filling with a steady fluid front, and the chamber sam-
ple volume was 2 µl. The chamber dimensions were 220 µm
height and 2.67 mm maximal width. The channels leading into
the chamber were 400 µm wide. The SERS substrate and the
microfluidic circuit were integrated by Yosan roll laminator at
room temperature. To minimise the effect of the chamber lid
on the Raman signal, the microfluidic circuit was lidded with
a polyolefin diagnostic adhesive (3M 9795R), which declares
high optical clarity and minimal auto-fluorescence. The pic-
ture of the SERS chip and the schematic of the layers can be
seen in Figure 3.
4 MEASUREMENT SET-UP
Rhodamine 6G (dye content ∼95%, SigmaAldrich) solution
diluted in deionized water was used as a model analyte to
analyse the functioning of the polymer-based SERS chip. The
optical properties of the chip were studied by filling the chip
with the R6G samples and DI H2O serving as a reference
medium for the R6G in water solutions. Water is the preferred
medium to be used in Raman spectroscopy as a basis for the
sample solutions and as a reference, because it does not pro-
duce Raman peaks itself. In flow trials, the chip was filled with
under-pressure suction produced by a syringe pump (Nexus
3000). The sample was injected into a 2 ml Eppendorf tube,
from where it was transferred through the chip and Dolomite
FIG. 4 The set-up for the flow studies with sample vial, chip holder, chip, Raman
microscope, flow meter, and syringe pump.
flow meter into a syringe. A schematic of the flow system is
presented in Figure 4.
The surface-enhanced Raman spectra were recorded using a
BaySpec Nomadic Raman microscope with a 785 nm excita-
tion wavelength. The power of the laser was set at 40 mW
and a 20X magnifying objective was used in the experiments.
Integration times were varied between 15 s and 30 s depend-
ing on the used R6G concentration. The BaySpec camera was
used to focus the system by adjusting a sharp edge between
the patterned SERS area and the smooth gold area through the
polyolefin lid of the chamber before each Raman spectrum ac-
quisition.
In a continuous flow study, the fluid flow velocity was var-
ied from 25 µl/min to 1000 µl/min. To separate the effect of
the convective flow of molecules and the mass transport of
molecules on the detection surface, we measured the flow of
the bulk liquid using fluorescence microscopy and the arrival
of the molecules to the detection surface with SERS. To our
knowledge, this is a novel method for analysing the dynamic
behaviour of an optofluidic chip. 0.5 mM R6G was used as
the model analyte. R6G fluoresces around the 570 nm wave-
length. Water was first flowed by a syringe pump induced un-
der pressure into the detection chamber before filling the sys-
tem with dilute 0.5 mM R6G in DI H2O. The actual flow ve-
locities were observed during the trials with a Dolomite Mi-
tos flow sensor. The flow was recorded as avi-files using a
Zeiss fluorescence microscope camera time lapse mode with
a 10 ms exposure time and 1 s interval. The same flow trial
was executed for SERS detection under the BaySpec Nomadic
Raman microscope and the surface-enhanced Raman spectra
were recorded with a 15 s integration time and 1 s interval.
The results were analysed using Matlab and Origin Pro.
5 MEASUREMENTS, RESULTS, AND
DISCUSSION
With a novel polymer-based SERS sensor, we have to first val-
idate the function of the sensor. To see if the recorded signal is
surface enhanced, we began the validation by comparing the
SERS signals of the R6G sample on top of the patterned SERS
structure and the smooth gold coating. The used integration
time for the SERS signal recording was 15 seconds. The chip
was filled with DI water to gain the reference Raman spectrum
caused by the polyolefin lid. Water was replaced by a 1 mM
R6G sample and the Raman spectra were detected with 2∗3
point image mapping on top of the patterned SERS detection
area and the smooth gold area without patterning.
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FIG. 5 a) The Raman spectra for a 1 mM R6G solution on top of the SERS patterned
area and the smooth gold area; b) The difference in the intensity can be estimated on
a logarithmic scale.
The Raman spectra with subtracted background spectrum can
be seen in Figure 5(a) and 5(b) with a linear and logarithmic
y-axis scale. Since the distinctive peaks for R6G are found in
the Raman shift area of 1100 1/cm to 1800 1/cm, this range
has been used in the spectrum analysis. The results showed
high R6G peaks for the patterned SERS area in comparison to
the smooth gold. The peak height difference is more than 30
folds. The result can be compared to the result of Liu et al.
[18], with low intensity R6G peaks for smooth a Ag/PDMS
structure. As Liu states, the metal coating alone can enhance
the Raman signal, although with less intensity. The results in
Figure 5 and the background knowledge we have from the
study of Oo et al. [4] suggests that the detected signal could
be SERS originated.
To confirm the prior analysis of the SERS, and to see the ef-
fect of the optical focus on the detected signals, we conducted
a trial in which we changed the focus depth of the detection.
The focus was misaligned by lowering the chip to see if the
R6G signal remains constant as the signal is collected from the
bulk sample above the SERS surface. If the signal is generated
by the non-enhanced Raman from bulk R6G in DI water so-
lutions, the signal intensity should remain constant without
varying along the change of focus depth. As we can see from
the results in Figure 6, the signal intensity drops as the chip is
lowered (focus level raised from the SERS surface), and thus
we can, together with the observations shown in Figure 5, con-
firm that we are detecting surface-enhanced Raman instead of
conventional Raman.
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FIG. 6 Misalignment of the focus of the Raman microscope from SERS surface.
To investigate the effect of the polyolefin lid on the SERS re-
sponse, we measured the R6G spectra with 10 µM and 100 µM
concentrations. The used integration time for the SERS signal
recording was 30 seconds. The chip was filled with DI wa-
ter to gain the reference polyolefin spectrum. Water was re-
placed by R6G samples and the Raman spectra were detected.
Figure 7(a) shows the Raman spectra of the R6G samples and
the polyolefin reference, and Figure 7(b) shows the 10 µM and
100 µM R6G spectra with subtracted polyolefin reference. The
results show that although the polyolefin lid induces low Ra-
man peaks, it has a minor effect on the R6G spectra. The effect
of the lid can be further minimised by subtracting the refer-
ence spectrum from the R6G spectra.
The effect of flow dynamics on the optical SERS signal was
studied with a continuous flow with 0.5 mM R6G solution in
DI H2O. A similar study has been conducted previously by
Hu¨ttner et al. with a glass slide-based optofluidic SERS chip
using R6G molecules in ethanol with preceding and following
pure ethanol cycles [41]. In our experiment, we focused more
on the dynamics of the optical signal response to the used flow
velocity than on the relation of sample concentration to the
signal intensity, as Hu¨ttner et al. have done.
In the study, the fluid flow velocity was varied from 25 µl/min
to 1000 µl/min. The rise of the R6G signal was measured with
a Raman microscope and a fluorescence microscope, as de-
scribed in the Measurement set-up, to obtain the effect of the
molecule diffusion and the partial mass transport limitation,
and the effect of the convective flow. An image of the R6G
Raman signal growth with a 50 µl/min flow velocity can be
seen in Figure 8. The baseline tilt of the Raman spectrum was
removed from the results for the analysed Raman shift area:
1100 1/cm to 1800 1/cm. Peak intensity for the main R6G
peaks (1188 1/cm, 1310 1/cm, 1360 1/cm, 1510 1/cm and 1600
1/cm) was counted and averaged from 5 pixels. The change in
the peak intensity as a function of time was calculated. Results
of the measured signals were normalised and the average sig-
nal of 5 repeated measurements was calculated.
We recorded the signal rise without the dissociation phase, be-
cause the R6G molecules did not detach from the surface by
washing with the H2O flow. The binding strength of the R6G
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FIG. 7 a) The Raman spectra for 10 µM and 100 µM R6G solutions are compared to the
polyolefin reference (785 nm laser, 40 mW power, 20 X objective and 30 s integration
time); b) The reference spectrum has been reduced from the 10 µM and 100 µM R6G
spectra.
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FIG. 8 Image of the signal growth during the flow trial of 0.5 mM R6G with 50 µl/min
flow velocity.
molecules to the gold surface was too strong, and the signal
did not return to zero intensity. A cleaning step was carried
out by oxygen plasma etching (5 min 300 W) between the flow
runs. Each flow velocity was recorded 5 times and each chip
was reused 3 times. The detected average fluorescence and
SERS signals for the measured flow velocities are depicted in
Figure 9(a) and 9(b) as a function of time.
To analyse the results, linear functions were fitted on the ris-
ing edge of the fluorescence and SERS signals. In Figure 9(a),
the fitted functions are depicted for the fluorescence, and in
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FIG. 9 a) Fluorescence signals as a function of time; b) SERS signals as a function of
time. Linear function has been fitted for the rising edge of signals.
Figure 9(b) for the SERS signals. Linear functions are fitted for
the range of 10% to 60% of the maximum intensity. The slope
values attained are used to calculate the rise time of the sig-
nals for the aforementioned range. Figure 10(a) presents the
comparative results of the SERS signal rise times and the fluo-
rescence signal rise times. When comparing the results, it can
be seen that the detected SERS signal rise is slower than the
fluorescence signal rise of the R6G with all velocities in the
study. The median of the lag time between the arrival of R6G
molecules in the detection chamber by convective flow and
the arrival and binding of R6G molecules on the SERS surface
is 40.7 seconds, as depicted in Figure 10(b).
From the results, we can see that the lag time is larger
for slower flow velocities. This could be due to insufficient
molecule transport to the diffusion boundary layer. The lag
time settles for the higher velocities and the dynamics of the
diffusion and surface binding turn constant. In the future,
these results will help us to plan studies with bioanalyte sam-
ples and active ligands on the surface, through the knowl-
edge of the influence of an increasing mass transport limita-
tion with flow velocities of 50 µl/min and less.
6 CONCLUSIONS
A novel method for fabricating a polymer-based optoflu-
idic sensor with roll-to-roll imprinted SERS patterning and
integrated adhesive microfluidic circuit was presented. The
SERS substrates showed 30 folds higher enhancement than
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FIG. 10 a) Signal rise times for the 0.5 mM R6G SERS signal and the fluorescence signal;
b) Difference in the signal rise times between the SERS and the fluorescence signal.
the smooth evaporated gold with the 1 mM Rhodamine 6G
sample. Substrates were easily integrated into adhesive-based
microfluidic devices, and the effect of the polyolefin lid could
be removed from the R6G spectra. The SERS measurements
of R6G fluid in the microfluidic circuit under constant flow
conditions were successfully performed with a standard de-
viation even as low as 5% for a 250 µl/min flow velocity. The
comparison of the signal rise of excited fluorescence with a 0.5
mM R6G sample and the recorded SERS signal showed that
there is a median lag time of 40.7 seconds between the arrival
of the sample molecules with the bulk flow into the detection
chamber and the arrival and adsorption of the molecules on
the detection surface. For flow values of 50 µl/min and less,
the concentration of R6G molecules near the sensor surface
rises slowly, and the transport is insufficient due to the deple-
tion of analytes near the sensor surface. The high throughput
fabrication can be developed in future by transferring the fab-
rication of the microfluidics from table top cutter to roll-to-roll
process [42]. By further applying automated assembly of flu-
idic and optical layers instead on manual lamination, it is pos-
sible to achieve a truly disposable sensor chips offering a low
cost solution for analytical applications.
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